[Determination of the tonus of the rectosigmoid flexure with a new design of rectosigmoid tonometer].
An apparatus is constructed for the determination of the rectosigmoid transition tonus-rectosigmoid tonometer. There pressure will be read in Torr. The investigation of the rectosigmoid tonus of 75 healthy subjects established that it ranges between 15-30 Torr. Pathologically changed RST was established in 37-elevated in 12 patients and reduced in 21 and zero in 4-during the tonus determination of 100 patients with different forms of chronic colitis. The results from the rectosigmoid tonometry must be interpreted together with the rest of the indices (AT, size of rectal folds, etc).